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1. How to run updates on the LabElite device 
 
This chapter explains how scripts can be executed on the LabElite DeCapper 
Instruments. Please install each update in succession of version number. 
 

1. Go to the menu “Update” 
 

    
 
The following window will appear: 
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2. Insert the prepared USB memory stick to your device with the update files 
saved in the top level (no subfolders).  
 
The available software updates will be visible in the Section “Update packages” 

 
 

3. Select the required update file. 
4. Press “update” and “confirm”. 
5. In some cases the device might require a reboot. 
6. Repeat steps 3- 4 until all required updates are installed in the correct 

succession. 
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